
Uro-Tainer® Catheter Maintenance Solutions

Catheter in situ

Establish history

Drainage pattern

Recurrent blockageDraining well Problem

Eliminate simple mechanical 
obstruction

Bladder spasm

 |

Constipation

|

Kinked tubing

|

Restrictive clothing

|

Over-full and malpositioned 
drainage bags

Conservative management

Encourage fluids

Establish catheter life

Maintain good care of catheter 
bag/valve, i.e. change weekly. 
Commence planned catheter 

changes

Physical examination of catheter

Encrustation identified 
(crystals) 

Uro-Tainer 
Suby G

For persistent 
blockers use 
Uro-Tainer 
Solutio R

Maintain and monitor regime for extended catheter life

Debris, mucus or light 
haematoma

Uro-Tainer PHMB for a 
mechanical flush

Check pH

pH > 6.8 pH > 7.7

Nurse Advisor:

Helpline Number: 0800 526 116
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